Proximal locking screw repositioning in reconstruction femoral nails.
The proximal locking screws in reconstruction femoral nailing must be inserted properly. A targeting device that is not completely radiolucent can make precise positioning of these screws in the lateral plane difficult. We present a technique that we have used in osteoporotic bone to reposition screws that are not in the center of the femoral head on the lateral C-arm view.